
Temperature Probe

WARNINGS / CAUTIONS:
•  �To prevent cross contamination between patients and prevent damage to probe,  

single patient use only.
•  �Do not use as Rectal Probe.
•  �Replace probe if wire or tip becomes damaged.
•  �Always use reflective probe covers with radiant warmers.
•  �Maintain good contact between probe tip and infant’s skin. Failure to do so may cause 

improper system operation and may lead to infant overheating.
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Not made with natural latex rubber. DEHP free.

INTENDED USE:
These temperature probes are designed to be used as replacement temperature sensing probes 
for use with infant radiant warmers and infant incubators. The probes provide skin temperature 
feedback in order to maintain pre-selected temperature settings.

INSTRUCTIONS FOR USE
•  �Replacement temperature probe for use only with the incubator/warmer models listed on the 

product label.
•  �Consult OEM Incubator or Warmer Manual for correct usage and placement of probe.
•  �Replace probe cover when repositioning the probe to ensure good contact with the skin.

STORAGE AND DISPOSAL:
No special requirements.

More information is available at www.dandlelionmedical.com.


